Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

Report # 041191R6
Client: Ecology and Environment, Inc.
PTOiGCT Name: Site #0440.01 CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No. B4773 S114 AT Volume (L) 1222.8
Client Sample No. JEP-H2-1FD-101004 No. of Grid Openings 24
Description Filter Area (mm2) 385
Analysis Date 11/22/2004 Area Analyzed (mm2) 0.348
Analyst T™ Analytical Sens. (struc/cc) 0.000905
o Dectection Limit. (strue/cc) 0.00271
Structure Filter Concen- 95% Confidence Struc.
"""""""""""""" Type - - oo pensity |, . tration | Interval Count
................................. “(simm2) -| - {strucice) - | - - . strucicc)- -} K
Primary Asbestos Structures 0.0 <0.00271 0.00 - 0.00271 0
Total Asbestos Structures 0.0 <0.00271 0.00 - 0.00271 0
Asbestos Structures > 5um 0.0 <0.00271 0.00 - 0.00271 0
Asbestos Fibers and Bundies > 5um 0.0 <0.00271 0.00 - 0.00271 0
PCM Equivalent Fibers-US 0.0 <0.00271 0.00 - 0.00271 0
PCM Equivalent Structures-US 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL ASB STRUCS 5-10 0.0l <0.00271 0.00 - 0.00271 0
PROTOCOL ASB STRUCS >10 0.0 <0,00271 0.00 - 0.00271 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS 5-10 0.0 . <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00271 0.00 - 0.00271 - 0
PROTOCOL AMPH.STRUCS 5-10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL AMPH STRUCS =10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00271 0,00 - 0.00271 0
AHERA-like Total Structures 3:1 0.0 <0.00271 0.00 - 0.00271 0
AHERA-like Asb Strucs »5 and 3:1 0.0 <0.00271 0,00 - 0.00271 0
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 .<0.00271 0.00 - 0.00271 0
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00271 0.00 - 0.00271 0
Total Other Amphibole Strucs 3:1 0.0 <0.00271 0.00 - 0.00271 0
Other Amphibole Strucs.>5 and 3:1 0.0 <0.00271 0.00 - 0.00271 0
Otner Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00271 0.00 -0.00271 0
0.0 . <0.00271 0,00 - 0.00271 0 |

Other Amphibole Strucs >10 and 3:1




Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

Report # 041191R6
Client: Ecology and Environment, Inc. w
Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS !
ANALYSIS DETAIL :
|
‘Lab/Cor Sample No. B4773 $113 A1 Volume (L) 1230 i
Client Sample No. JEP-H2-15FD-101004 No. of Grid Openings 22 |
Desctription Filter Area (mm2) 385
Analysis Date 11/22/2004 Area Analyzed (mm2) 0.319
Analyst TM Analytical Sens, (struc/cc) 0.000982
Dectection Limit. (struc/cc) 0.00294
Structure Filter Concen- 95% Confidence Struc.
. ~ Type _ Density tration Interval "~ | Count
Ce e R I KIS SR ST (s/mm2), |, (struc/cc). . }.o.oooo0n {struc/ce) ...} T R
""""""" Primary Asbestos Structures 3.1 0.000982 0.00 - 0.00465 1
' Total Asbestos Structures 3.1 0.000982 0.00 - 0,00465 1
Asbestos Structures > 5um 0.0 <0.00294 0.00 - 0.00294 0
Asbestos Fibers and Bundies > 5um 0.0 <0.00294 0.00 - 0.00294 0
PCM Equivalent Fibers-US . 0.0 <0.00254 0.00 - 0.00294 0
PCM Equivalent Structures-US 0.0 <0.00294 0.00 - 0.00294 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00294 0.00 - 0.00294 0
PROTOCOL ASB STRUCS =10 0.0 <0.00294 0.00 - 0.00294 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00294 0.00 - 0.00294 o
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00294 0.00 - 0.00284 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00294 0.00 - 0.00294 0
.PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00294 0.00 - 0.00294 0
PROTOCOL AMPH STRUCS 5-10 . 00 <0.00294 0.00 - 0.00284 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00294 . 0.00 - 0.00294 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00294 0.00 - 0.00294 0
"~ AHERA-like Total Structures 3:1 3.1 0.000882 0.00 - 0.00465 1
AHERA-like Asb Strucs =5 and 3:1 0.0 <0.00294 0.00 - 0.00294 0
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00294 0.00 - 0.00294 -0
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00294 0.00 -'0.00294 0
Total Other Amphibole Strucs 3:1 0.0 <0.00294 0.00 - 0.00284 0
Other Amphibole Strucs >5 and 3:1 0.0 <0.00294 0.00 - 0.00294 0
Other Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00294 : 0.00 - 0.00294 0
Other Amphibole Strucs =10 and 3:1 0.0 <0.00294 0.00 - 0.00294 0




Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

"041191R6

Ecology and Environment, Inc.

Report#
Client:

Project Name: Site #0440.01CP Sample Set #3 - FINAVL' RESULTS
ANALYSIS DETAIL

Lab/Cor Sample No. B4773 5115 A1 Volume (L) 1180.8
Client Sample No. JEP-H2-2FD-101004 No. of Grid Openings 24
Description Filter Area (mm2) 385
Analysis Date 11/22/2004 Area Analyzed (mm2) 0.348
Analyst DW Analytical Sens. (struc/cc) 0.000938
Dectection Limit. (struc/cc) 0.00280
Structure Filter Concen- 85% Confidence Struc.
v ~ Type Density tration Interval .| Count
T S - (s/mm2) | .. (strucice).--}. .. ..., - (struc/ce) - R I

""""""" Primary Asbestos Structures 8.6 0.00281 0.00 - 0.00727 3
Total Asbesios Structures 8.6 0.00281 0.00 - 0.00727 3

Asbestos Structures > 5um 8.6 0.00281 0.00 - 0.00727 3

Asbestos Fibers and Bundles > 5um 8.6 0.00281 0.00 - 0.00727 3

PCM Equivalent Fibers-US 8.6 0.00281 0.00 - 0.00727 3

PCM Equivalent Structures-US 8.6 0.00281 0.00 - 0.00727 3.
PROTOCOL ASB STRUCS 5-10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL ASB STRUCS >10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00280 0.00 - 0.00280 ]
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00280 0.00 - 0.00280 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00280 0.00 - 0.00280 0
AHERA-like Total Structures 3:1 8.6 0.00281 0.00 - 0,00727 3
AHERA-like Asb Strucs >5 and 3:1 8.6 0.00281 0.00 - 0.00727 3
AHERA-like Asb Strucs 5 - 10 and 3:1 8.6 0.00281 0.00 - 0.00727 3
- AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00280 0.00 - 0.00280 0
Total Other Amphibole Strucs 3:1 0.0 <0.00280 0.00 - 0.00280 0
Other Amphibole Strucs »5 and 3:1 0.0 <0.00280 0.00 - 0.00280. 0
Other-Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00280 0.00 - 0.00280 0
Other Amphibole Strues >10 and 3:1 0.0 <0.00280 0.00 - 0.00280 0




Report #

Client:

Project Name:

Lab/Cor, Inc.

A Professional Service Cor

041191R6

Ecology and Environment, Inc.

Site #0440.01CP Sample Set #3 - FINAL RESULTS

ANALYSIS DETAIL

-poration in the Northwest

Lab/Cor Sample No.
client Sample No.

B4773 5116 A1

JEP-H2-3FD-101004
Description

Analysis Date 11/23/2004

' Anatyst JH

No.

Area Analyzed (mm2)
Analytical Sens. (struc/cce)
Dectection Limit. (struc/cc)

Volume (L) 1280.6
of Grid Openings 21
Filter Area (mm2) 385
0.304
0.000980
0.00293

Structure Filter Concen- a5% Confidence Struc.
N - B N | Density tration Interval | Count
........................... (simm2) | (strucicc). *|* =+ " " (struc/cc) -+~ - B
Primary Asbestos Structures 9.9 0.00294 0.00 - 0.00760 3
Total Asbestos Structures 9.9 0.00294 0.00 - 0.00760 3
Asbestos Structures > 5um 6.8] 0.00196 0.00 - 0.00818 2
Asbestos Fibers and Bundies > 5um 8.6 0.00198 0.00 - 0.00618 2
PCM Equivalent Fibers-US 6.6 0.00196 0.00 - 0.00618 2
PCM Equivalent Structures-US 8.6 0.001986 0.00 - 0.00618 2
PROTOCOL ASB STRUCS 5-10 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL ASB STRUCS >10 0.0  <0.00293 0.00 - 0.00293 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00283 0.00 - 0.00293 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00283 0.00 - 0.00283 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00283 0.00 - 0.00293 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00283 0.00 - 0.00293 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00283 0.00 - 0.00203 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00283 0.00 - 0.00293 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00283 0.00 - 0.00293 0
AHERA-like Total Structures 31 9.9 0.00284 0.00 - 0.00760 3
AHERA-like Asb Strucs >5 and 3:1 6.6 0.001986 0.00 - 0.00618 . 2
AHERA-like Asb Strucs 5 .10 and 3:1 6.6 0.00196 0.00 - 0.00818 2
AHERA-like Asb Strucs >10 and 3:1 0.0 <0,00283 0.00 - 0.00293 0
Total Other Amphibole Strucs 3:1 0.0 <0.00283 0.00 - 0.00283 0
Other Amphibole Strucs >5 and 3:1 © 0.0 <0.002983 0.00 - 0.00293 0
Other Amphibole Strucs 5-10 and 3:1 0.0 <0,00283 . 0.00 - 0.00283 0
Other Amphibole Strucs >10 and 3:1 0.0 <0.00293 0.00 - 0.00293 ° 0




Report #

Client:

Lab/Cor, Inc.

A Prafessional Service Corporation. in the Northwest

041191R6

Ecology and Environment, Inc,

Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL

Volume (L) 1163.52

Lab/Cor Sample No. B4773 5117 A1
Client Sample No. JEP-H2-4FD-101004 No. of Grid Openings 23
Description : Filter Area (mm2) 385
Analysis Date 11/23/2004 Area Analyzed (mm2) 0.333
Analyst JH Analytical Sens. (struc/cc) 0.000993
Dectection Limit. (struc/cc) 0.00287
Structure Filter Concen- 95% Confidence Struc.
Type Density tration Interval Count
............................ e L (simm2) | (strue/ee). e e (straefee) e e
""""""" Primary Asbestos Structures 0.0 <0.00297 0.00 - 0.00297 0
Total Asbestos Structures 0.0 <0.00297 0.00 - 0.00297 0
Asbestos Structures > 5um 0.0 <0.00297 0.00 - 0.00297 0
Asbestos Fibers and Bundles > 5um 0.0 <0.00297 0.00 - 0.00297 0
PCM Equivalent Fibers-US 0.0 <0.00297 0.00 - 0.00297 0
PCM Equivalent Structures-US 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL ASB STRUCS >10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.002897 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Total Structures 3:1 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Asb Strucs >5 and 3:1 - 0.0 <0.00297 0.00 - 0.00297 4]
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Asb Strucs =10 and 3:1 0.0 <0.00297 0.00 - 0.00287 0
Total Other Amphibole Strucs 3:1 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibole Strucs =5 and 3:1 0.0 <0.00287 0.00 - 0.00297 0
Other Amphibole Strucs 5 - 10 and 3:1 | 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibole Strucs >10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0

,,,,,,,,,,,,,,,,
...............



Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

041191R6

Report #
Client: - Ecology and Environment, Inc.
Pfgigcf Name: Site #0440.0101) Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No. B4773 S118 A1 Volume (L) 12204
Client Sample No. JEP-H2-5FD-101004 No. of Grid Openings 24
Description Filter Area (mm2) 385
Analysis Date 11/23/2004 Area Analyzed (mm2) 0.348
Analyst DW Analytical Sens. (struc/cc) 0.000807
Dectection Limit. (struc/cc) 0.00271
Structure Filter Concen- 95% Confidence Struc.
,,,,,,,,,,,,,,,,,,,,,,,, TYPE . . Density tration interval Count
------------------------------------ 1istmm2)- |- strg/ee) | strugloe) | e T,
Primary Asbestos Structures : 2.9 0.000907 0.00 - 0.00430 1
Total Asbestos Structures 2.8 0.000807 0.00 - 0.00430 1
Asbestos Structures > 5um 2.9 0.000807 0.00 - 0.00430 1
Asbestos Fibers and Bundies > 5um 0.0 <0.00271 0.00 - 0.00271 0
PCM Equivalent Fibers-US 0.0 <0.00271 0.00 - 0.00271 0
PCM Equivalent structures-US 0.0 '<0.00271 0.00 - 0.00271 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00271 0.00 - 0.00271 0
I~ PROTOCOL ASB STRUCS >10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL AMPH STRUCS >10 : 0.0 <0.00271 0.00 - 0.00271 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00271 0.00 - 0.00271 0
AHERA-like Total Structures 3:1 2.9 0.000907 0.00 - 0.00430 1
AHERA-like Asb Strucs =5 and 3:1 2.9 0.000807 0.00 - 0.00430 1
AHERA-like Asb Strucs 5-10 and 3:1 2.9 0.000907 0.00 - 0.00430 1
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00271 0.00 - 0.00271 0
Total Other Amphibole Strucs 3:1 0.0 <0.00271 0.00 - 0.00271 0
Dther Amphibole Strucs »5 and 311 0.0 <0.00271 0.00 - 0.00271 0
Othet Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00271 0.00 - 0.00271 0
Other Amphibole Strucs >10 and 3:1 - Q0 <0.00271 0.00 - 0.00271 0




Lab/Cor, Inc.

A Professional Service Cor

-poration in the Northwest

Report # 041191R6
Client: FBcology and Environment, Inc.
Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No. B4773 558 A1 Volume (L) 280.16
Client Sample No. JEP-L2-1CH-101004 No. of Grid Openings 82
Description Filter Area (mm2) 385
Analysis Date 11/1/2004 Area Analyzed (mm2) 1.33
Analyst KM Analytical Sens. (struc/cc) 0.000985
Dectection Limit. (strucice) 0.00298
,,,,,,,,,,,,,,,,, Structure Filter |  Concen- 85% Confidence Struc.
""" Type ' Density | - tration. - | . . Interval ;| . . . | Count
------------------- (s/mm2) J. Astrucfce) - - (strucfec) - - - |- ¢
Primary Asbestos Structures 6.0 0.00796 0.00344 - 0.0157 8
Total Asbestos Structures 6.0 0.00796 0.00344 - 0.0157 8
Asbestos Structures = 5um 3.8 0.00488 0.00162 - 0.0116 5
Asbestos Fibers and Bundies > 5um 3.0 0.00398 0.00108 - 0.0102 4
PCM Equivalent Fibers-US 2.3 0.00289 0,00 - 0.00771 3
PCM Equivalent Structures-US 0.0 <0.00288 0.00 - 0.00298 0
PROTOCOL ASB STRUCS 5-10 0.8 0.000985 0.00 - 0.00472 1
PROTOCOL ASB STRUCS >10 0.0 <0.00298 0.00 - 0.00298 0
PROTOCOL ASB STRUCS TOTAL ' 0.8 0.000985 0.00 - 0.00472 1
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00298 0.00 - 0.00288 0
PROTOCOL(CHRYS STRUCS >10 0.0 <0.00298 0.00 - 0.00298 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00208 0.00 - 0.00298 0
T PROTOCOL AMPH STRUCS 5-10 0.8 0.000995 0.00 - 0.00472 1
PROTOCOL AMPH STRUCS >10 0.0 <0,00298 0.00 - 0.00298 0
PROTOCOL AMPH STRUCS TOTAL 0.8 0.000885 0.00 - 0.00472 1
AHERA-like Total Structures 3:1 . 6.0 0.00796 0.00344 - 0.0157 8
AHERA-like Asb Strucs »5 and 3:1 3.8 0.00498 0.00162- 0.0118 5
AHERA-like Asb Strucs 5 - 40 and 3:1 0.8 0.000995 0.00 - 0.00472 1
AHERA-like Asb Strucs ~10 and 3:1 3.0 0.00398 0.00108 - 0.0102 4
Total Other Amphibole Strucs 3:1 . 0.0 <0.00298 0.00 - 0.00298 0
Other Amphibole Strucs >5 and 3:1 0.0 <0.00288 0.00 - 0.00298 0
~ Other Amphibole Strucs 5-10 and 3:1 0.0 <0.00298 0.00 - 0.00298 0
Other Amphibole Strucs >10 and 3:1 0.0 <0.00298 0.00 - 0.00298 0




Lab/Cor, Inc.

A Professional Service Corporation in. the Northwest

Report # 041191R6
Client: » Ecology and Environment, Inc.
Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No, B4773 S61 At ' Volume (L) 308.04
Client Sample No. JEP-L2-2CH-101004 No. of Grid Openings 88
Description Filter Area (mm2) 385
Analysis Date 11/1/2004 , Area Analyzed (mm2) 1.28
Analyst DW Analytical Sens. (struc/cc) 0.000980
Dectection Limit. (struc/cc) 0.00293
Structure - Filter Concen- 95% Confidence Struc.
‘ Type Density tration Interval Count
R TR R R | (s/mm2) | (struclec) : | : ¢ o (strucieg). S R
Primary Asbestos Structures 4.7 0.00588 ~ 0.00216 - 0.0128 6
Total Asbestos Structures 4.7 0.00588 0.00216 - 0.0128 6
Asbestos Structures > 5um 0.8 0.000980 0.00 - 0.00485 1
Asbestos Fibers and Bundles > 5um 0.8 0.000980 0.00 - 0.00465 1
PCM Equivalent Fibers-US 0.8 0.000980 0.00 - 0.00465 1
PCM Equivalent Structures-US 0.8 0.000980 0.00 - 0.00465 1
PROTOCOL ASB STRUCS 5-10 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL ASB STRUCS >10 0.0 <0.00283 0.00 - 0.00283 0
"PROTOCOL ASB STRUCS TOTAL 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL CHRYS STRUCS >10 . 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL AMPH STRUCS 5-10 ' 0.0 <0.00293 0.00 - 0.00293 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00283 0.00 - 0.00283 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00293 0.00 - 0.00293 0
AHERA-like Total Structures 3:1 4.7 0.00588 0.00216 - 0,0128 8
AHERA-like Asb Strucs »5 and 3:1 0.8 0.000980 0.00 - 0.00465 1
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00293 0.00 - 0.00283 0
AHERA-like Asb Strues >10 and 3:1 0.8 0.000980 0.00 - 0.00485 1
Total Other Amphibole Strucs 3:1 0.0 <0.00293 0.00 - 0,00293 0
Other Amphibole Strucs >5 and 3:1 0.0 <0.00283 0.00 - 0.00283 0
Other Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00293 0.00 - 0.00283 0
Other Amphibole Strucs >10 and 3:1 0.0 <0,00293 0.00 - 0.00293 0




Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

Report # 041191R6

Client: Ecology and Environment, Inc.
Pro"gct Name: Site #0440.01 CP Sample Ser #3 - FINAL RESULTS

ANALYSIS DETAIL

Lab/Cor Sample No. B4773 562 A1 Volume (L) 309.6

Client Sample No. JEP-L2-3CH-101004 No. of Grid Openings 86
' Filter Area (mm2) 385

Description
Analysis Date 11/1/2004 Area Analyzed (mm2) 1.25
Analyst KM Analytical Sens. (struc/cc) 0.000998
Dectection Limit. (strucicc) 0.00298
. Structure Filter Concen- 959% Confidence Stnjc.
""""""""""" "vaypeHrrwv,...-,.Density,.,tration,,,,,, ,,Intgrva!w'_'(.:our.t _
,,,,,,,,,,,,, I (s/mm2)--.(struc/cc) S . .(struc/cc) - - - - -
Primary Asbestos Structures 8.0 0.00998 0.00478 - 0.0184 10 ‘

Total Asbestos Structures 8.0 0.00998 0.00478 - 0.0184 10
Asbestos Structures > Sum 4.0 0.00489 0.00162 - 0.0116 5
Asbestos Fibers and Bundies > 5um 32/ . 0.00398 0.00109 - 0.0102 4
PCM Equivalent Fibers-US 2.4 0.00289 0.00 - 0.00773 3
PCM Equivalent Structures-US 2.4 0.00289 0.00 - 0.00773 3
PROTOCOL ASB STRUCS 5-10 0.0 <0.00298 ‘ 0.00 - 0.00288 0
PROTOCOL ASE STRUCS >10 0.0 <0.00288 0.00 - 0.00288 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00298 0.00 - 0.00298 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0,00288 0.00 - 0.00288 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00288 0.00 - 0.00298 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00208 0.00 - 0.00288 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00288 0.00 - 0.00298 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00288 0.00 - 0.00288 0
“PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00298 . 0.00 - 0.00298 0
AHERA-like Total Structures 31 8.0 0.00988 0.00478 - 0.0184 10
AHERA-like Asb Strucs »5 and 311 4.0 0.00489 0.00162 - 0.0116 5

AHERA-like Asb Strucs 5.10 and 3:1 1.6 0.00200 0.00 - 0.00628 2 ,
AHERA-Iike Asb Strucs >10 and 311 2.4 0.00299 0.00 - 0.00773 3
Total Other Amphibole Strucs 3:1 0.0 <0.00298 0.00 - 0.00298 0
Other Amphiboie Strucs >5 and 3:1 0.0 <0.00298 0.00 - 0.00298 0
Other Amphibole Strucs 5 -10 and 3:1 0.0 <0.00298 0.00 - 0.00298 0
Other Amphibole Strucs »10 and 3:1 ) 0.0 <0,00298 0.00 - 0.00298 .0




'

Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

Report # 041191R6
Client: Ecology and Environment, Inc.
Project Name. Site #0440.01 CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No, B4773 S€3 A1 Volume (L) 298.82
Client Sample No. ' JEP-L2-4CH-101004 No. of Grid Openings 89
Description Filter Area (mm2) 385
Analysis Date 11/1/2004 Area Analyzed (mm2) 1.28
Analyst DW Analytical Sens. (struc/cc) 0.000999
Dectection Limit. (struc/cc) 0.00299
Structure Filter Concen- 95% Confidence Struc.
Type Density tration Interval | Count
,,,,,,,,,,,,,,,,,,,,,,,,, T T A U P R PR N | (s/mm2) | . (struc/ec) - | {struceey ]
Primary Asbestos Structures 3.1/ 0.00399 0.00109 - 0.0102 4
Total Asbestos Structures 3.1 0.00389 0.00109 - 0.0102 .4
Asbestos Structures > 5um 2.3 0.00300 0.00 - 0.00774 3
Asbestos Fibers and Bundles > 5um 1.6 0.00200 0.00 - 0.00628 2
PCM Equivalent Fibers-US 1.6 0.00200 0.00 - 0.00629 2
PCM Equivalent Structures-US 1.6 0.00200 0.00 - 0.00629 2
PROTOCOL ASB STRUCS 5-10 0.0 <0.00298 0.00 - 0.00299 0
PROTOCOL ASB STRUCS >10 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00299 0.00 - 0.00299 0
~PROTOCOL AMPH STRUCS 5-10 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL AMPH STRUCS >10 0.0 <0,00299 0.00 - 0.00298 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00299 0.00 - 0.00299 0
AHERA-like Total Structures 3:1 3.1 0.00399 0.00109 - 0.0102 4
AHERA-like Asb Strucs >5 and 3:1 2.3 0.00300 0.00 - 0.00774 3
AHERA-like Asb Strucs 5 - 10 and 3:1 1.6 0.00200 0.00 - 0.00628 2
AHERA-like Asb Strucs >10 and 3:1 0.8 0.000999 0.00 - 0.00473 1
Total Other Amphibole Strucs 3:1 0.0 <0.00299 0.00 - 0.00299 0
Other Amphibole Strucs =5 and 3:1 0.0 <0.00299 0.00 - 0.00299 0
Other Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00299 0.00 - 0.00299 .0
0.0/ . <0.00298 0.00 - 0.00299 0

Other Amphibole Strucs >10 and 3:1

|
|



Lab/Cor, Inc.

¢ Corporation in the Northwest

A Professional Servic

Report # 041191R6
Client: Ecology and Environment, Inc. ‘
Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No. B4773 564 A1 Volume (L) 305.88
Client Sample No. JEP-L2-5CH-101004 No. of Grid Openings 87
Description Filter Area (mm2) 385
Analysis Date 11/2/2004 Area Analyzed (mm2) 1.26
Analyst KM Analytical Sens. (strucicc) 0.000998
Dectection Limit. (struc/cc) 0.00299
Structure Filter Concen- 95% Confidence Struc.
"""""""""""" Type -+ Density .|, . tration. ... interval Count
----------------------------------- (simm2) 1 - (struc/cc) - | - - - (struc/ee) - - - ol
Primary Ashestos Structures 4.0 0.00499 0.00162 - 0.0117 5
Total Asbestos Structures 4.0 0.00498 0.00162 - 0.0117 5
Asbestos Structures > 5um 0.8 0.000998 0.00 - 0.00473 1
Asbestos Fibers and Bundies > 5um 0.8 0.000998 0.00 - 0.00473 1
PCM Equivalent Fibers-US 0.8] ~ 0.000898 0.00 - 0.00473 1
PCM Equivalent structures-US 0.0, <0.00299 0.00 - 0.00288 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00299 0.00 - 0.00299 0
PROTOCOL ASB STRUCS >10 0.0 <0.00289 0.00 - 0.00288 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00299 0.00 - 0.00288 0
PROTOCOL.CHRYS STRUCS 5-10 0.0 <0.00208 0.00 - 0.00299 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00289 0.00 - 0.00289 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00299 0.00 - 0.00289 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00289 0.00 - 0.00289 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00299 0.00 - 0.00289 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00299 ~0.00 - 0.00299 0
AHERA-like Total Structures 3:1 4.0 0.00489 0.00162 - 0.0117 5
AHERA-like Asb Strucs =5 and 31 0.8 0.000998 0.00 - 0.00473 1
AHERA-like Asb 5trucs 5.10 and 3:1 0.0 <0.00299 0.00 - 0.00288 o]
AHERA-like Asb Strucs >10 and 3:1 0.8 0.000988 0.00 - 0.00473 1
Total Other Amphibole Strucs 3:1 0.0 <0.00299 0.00 - 0.00299 0
Other Amphibole Strucs >5 and 3:1 0.0 <0.00299 0.00 - 0.00299 0
_ Other Amphibole Strucs 5 - 10 and 311 0.0 <0.00299 0.00 - 0.00299 0
L Other Amphibole Strucs >10 and 3:1 0.0 <0.00299 | 0.00 - 0.00299 0
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Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

041191R6

Ecology and Environment, Inc.,

Report #
Client:

Proiect Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL

Lab/Cor Sample No. B4773 S58 A1
Client Sample No. JEP-L2-1NA-101004
Description .
Analysis Date 11/1/2004
~ Analyst JH

Volume (L)

No. of Grid Openings 87

Filter Area (mm2).

Area Analyzed (mm2)
Analytical Sens. (struc/cc)
Dectection Limit. (struc/cc)

385

1.26
0.000883
0.00287

307.44

Structure Filter Concen- 95% Confidence Struc.

Type _ Density tration Interval Count,
,,,,,,,,,,, e oo (s/mm2) | (strucleg) Y T (struc/ee)
Primary Asbestos Structures 0.8 0.000993 0.00 - 0.00471 1
Total Asbestos Structures 0.8 0.000993 0.00 - 0.00471 1
Asbestos Structures > 5um 0.0 <0.00297 0.00 - 0.00297 0
Asbestos Fibers and Bundies > 5um 0.0 <0.00297 0.00 - 0.00297 0
PCM Equivalent Fibers-US 0.0 <0.00297 0.00 - 0.00287 0
PCM Equivaient Structures-US 0.0 <0.00287 0.00 - 0.00297 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL ASB STRUCS >10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS »10 0.0 <0.00287 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00297 0.00 - 0.00287 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Total Structures 3:1 0.8 0.000993 0.00 - 0.00471 1
AHERA-like Asb Strucs >5 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
Total Other Amphibole Strucs 3:1 0.0 <0,00297 0.00 - 0.00287 0
Other Amphibole Strucs 5 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibble Strucs >10 and 3:1 0.0 <0.00297 0.00 - 0.00297 . 0




Lab/Cor, Inc.

A Professional Service Corporation. in the Northwest

Report # 041191R6
Client: Ecology and Environment, Inc.
Project Name: Sit #0440.01CP Sample Set #3 - FINAL RESULTS

ANALYSIS DETAIL

Lab/Cor Sample No. B4773 S60 A1 Volume (L) 301.87

Client Sample No. JEP-L2-1ZB-101004 " No. of Grid Openings 89
Filter Area (mm2) 385

Description
Analysis Date 11/1/2004 Area Analyzed (mm2) 1.28
Analyst DW Analytical Sens. (struc/cc) 0.000988

Dectection Limit. (struc/cc) 0.00298

) Structure Filter Concen- 85% Confidence: Struc.
"""""" SR Type: -0 .Density. | . .tration . L. .. Interval | . Count|
-------------- DL (simm2)- (strucice) - |- - - {struci/cc) ST FE TP
Primary Asbestos Structures 0.0 <0.00296 0.00 - 0.00296 0
Total Asbestos Structures 0.0 <0,00296 | 0.00 - 0.00296 0
‘Asbestos Structures > 5um 0.0 <0.00296 0.00 - 0.00286 0
‘Asbestos Fibers and Bundies > 5um 0.0 <0.00296 0.00 - 0.00286 0
PCM Equivalent Fibers-US 0.0 <0.00288 0.00 - 0.00296 0
PCM Equivalent Structures-US 0.0 <0.00296 0.00 - 0.00286 0
PROTOCOL ASB STRUCS 5-10 0.0 <0.00286 0.00 - 0.00296 0
PROTOCOL ASB STRUCS >10 0.0 <0.00286 0.00 - 0.00296 0
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00286 0.00 - 0.00286 0
PROTOCOL CHRYS STRUCS 5-10 0.0 <0.00296 0.00 - 0.00296 0 )
PROTOCOL CHRYS STRUCS >10 0.0 <0.00296 0.00 - 0.00286 0
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00296 0.00 - 0.00296 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00298 0.00 - 0.00286 0
PROTOCOL AMPH STRUCS >10 0.0 <0.00296 0.00 - 0.00296 0
PROTOCOL AMPH STRUCS TOTAL . 0.0 <0.00286 0.00 - 0.00296 0
AHERA-like Total Structures 3:1 : 0.0 = <0.00296 7 0.00 - 0.00296 0
AHERA-like Asb Strucs >5 and 3:1 0.0 <0.00298 0.00 - 0.00286 0
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00286 0.00 - 0.00296 o]
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00296 |} . 0.00 - 0.00286 0
Total Other Amphibole Strucs 3:1 0.0 <0.00298 0.00 - 0.00296 0
Other Amphibole Strucs >5 and 3:1 ‘ 0.0 <0.00296 0.00 - 0.00286. 0
Other Amphibole Strucs 5-10 and 3:1 : 0.0 '<0.00286 0.00 - 0.00296 0
Other Amphibole Strucs >10 and 3:1 0.0 <0.00296 |- 0.00 - 0.00296 0




Lab/Cor, Inc.

A Professional Service Corporation in the Northwest

Report # 041191R6
Client: Ecology and Environment, Inc.
Project Name: Site #0440.01CP Sample Set #3 - FINAL RESULTS
ANALYSIS DETAIL
Lab/Cor Sample No. 34773 838 A1 Volume (L) 923.4
Client Sample No. CC9-L6-1CC-101004 . No. of Grid Openings 29
Description Filter Area (mm2) 385
Analysis Date 10/28/2004 ' Area Analyzed (mmZ2) 0.420
Analyst JH Analytical Sens. (struc/cc) 0.000992
Dectection Limit. (struc/cc) 0.00297
Structure Filter Concen- 95% Confidence Struc.
Type Density tration | Interval . Count| .. .. ... ... .. . ‘
,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,,, s simm2y o[ (struc/es) . L (struefee). o [ e
Primary Asbestos Structures C 2.4 0.000992 0.00 - 0.00470 1
Total Asbestos Structures 2.4 0.000992 0.00 - 0.00470 1
Asbestos Structures > 5um . 0.0 <0.00297 0.00 - 0.00297 0
Asbestos Fibers and Bundles > 5um 0.0 . <0.002897 0.00 - 0.00297 0
PCM Equivaient Fibers-US 0.0 <0.00297 0.00 - 0.00297 0
PCM Equivalent Structures-US 0.0 <0.00297 0.00 - 0.00297 0 .
PROTOCOL ASB STRUCS 5-10 0.0 <0.00297 0.00 - 0.00287 0
PROTOCOL ASB STRUCS >10 0.0 <0.00297 0.00 - 0.00297 o]
PROTOCOL ASB STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00287 0
PROTOCOL CHRYS STRUCS 5-10 | . 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL CHRYS STRUCS >10 0.0 <0.00297 0.00 - 0.00287 o]
PROTOCOL CHRYS STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS 5-10 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS =10 © 0.0 <0.00297 0.00 - 0.00297 0
PROTOCOL AMPH STRUCS TOTAL 0.0 <0.00297 0.00 - 0.00297 0
AHERA-like Total Structures 3:1 2.4 0.000992 0.00 - 0.00470 1
AHERA-like Asb Strucs >5 and 3:1 0.0 <0.00297 0.00 - 0.00287 (v
AHERA-like Asb Strucs 5 - 10 and 3:1 0.0 <0.00297 ~0.00 - 0.00297 0
AHERA-like Asb Strucs >10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
| Total Other Amphibole Strucs 3:1 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibole Strucs >5 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
Other Amphibole Strucs 5 - 10 and 3:1 0.0 <0.00297 0.00 - 0.00297 0
~ Other Amphibole Strucs >10 and 3:1 0.0 <0.00287 0.00 - 0.00297 0




